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SECTION I 
INTRODUCTION 
OBJSCTIVE: This thesis was entered into in order to evaluate a quick 


and, it is hoped, accurate means for the identification of clay minerals 
by x-ray diffraction. This evaluation is accomplished by the use of 
Standard samples. 

In the literature regarding the field of soil mechanics, x-ray dif-— 
fraction analysis is often mentioned as a means of identifying soil con- 
Stituents, especially among the clay minerals. This is possible because 
clay minerals have been found to have an entirely crystalline structure 
(7). Therefore, by bombarding a clay mineral with x-rays we may record 
a diffraction pattern. This pattern is unique for each clay mineral and 
allows us to "fingerprint" the mineral for identification purposes. 

Previous investigations at R.P. I. (2,3) have been concerned with 
the technique of preparing the specimens x-ray analysis. All used a 
film strip to record the diffraction pattern. It is felt that this 
method is rather slow since the average exposure takes three hours, the 
developing takes another hour and then the film must be dried before 
evaluation of results can be started. 

The installation of a Norelco high-angle goniometer and x-ray 
spectrometer in the Metallurgy Department of R.P.I. suggested a more 
rapid means of obtaining the required x-ray diffraction patterns. This 
machine only requires eighty minutes for an exposure and at the end of 
that time furnishes a recorded pattern that is ready to work on without 


any developing or drying time being needed. It is considered that this 
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method produces a record that can be more easily and accurately evaluated 
than the film strips. It is estimated that this machine saves about one 
days time for each specimen tested. The time saving alone would be a 
strong recommendation for the use of this machine in commerical evaluation 
work even without the increased accuracy. Both advantages together seem 
to make the machine an extremely desireable tool. 

Since the amount and nature of clay minerals in any soil is a major 
contributing factor to the physical properties of the soil mass, a quick 
means of qualitatively determining the indentity of the clay fraction is 
greatly to be desired. The quantitative determination, by weight, of 
the amount of clay fraction in a given soil mass and its grain-size 
distribution can be readily attained by hydrometer and seive analyses. 

It was felt that, if the x-ray spectrometer is as good in the final 
evaluation as it appears to be at first glance, it will furnish a quali- 
tative ayely teed tool that is just as easy to use as the quantitative 


Ct 


methods mentioned above. 





SECTION If 
APF AR ATUS 
The following apparatus was used in connection with the work in 
this thesis: 
JONIC SATURATION EQUIFMSNT 
A DUMORE high speed mechanical stirring apparatus was used instead 
of hand stirring, so that maximum dispersion and ionic saturation of 


the sample in suspension could be obtained in a minium of time. (See 


Big 1) 





Figure 1 Figure 2 
MSCHANICAL STIRRING APPARATUS INTSRANTIONAL CENTR IFUGS 


An International, size 1, type © centrifuge was used to precipitate 
the clay particles after complote dispersion and ionic saturation had 
taken place. The only other method would require settlement for many 


days at normal gravity. The centrifuge produces close to 1000 gravities 
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and the entire settling process only takes about ten minutes. It was 
also used in other parts of the work where rapid precipitation was re- 


quired. (See Fig. 2) 


X-RAY TUBE (2) 


A Phillips Standard, line-focus, four port x-ray tube with a chromi- 
um target was used as a source of x-rays. It consists of an evacuated 
tube containing two electrodes. These are the cathode which acts as a 


source of electrons and the anode or target. <A high potential difference 


is applied across the electrodes by means of an external power source. 
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X-RAY TUBE SCHEMATIC 
Figure 3 


Under the influence of the electrcstatic field thus generated, electrons 
leave the cathode and strike the anode with high velocity. The 


character of the x-rays so produced denends in nart on the material of 
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which the target is made. Only a small part of the energy cf the 
electrens is ccnverted into x-rays uron striking the target. The major 
portion is converted into heat, which is commonly dissipated by means of 
a water cooling system. <A simplified sketch of a typical tube is shown 


in Figure 3. 
FILTERS 


No filter was used on the x-ray tube. With a coprer target tube 
it is customary to use 2 nickel filter to screen out undesirable radi- 
ation but with the chromium target used in this work it was nct considered 


necessary to use a filter. 


SQUIPMSNT PROTECTION 


When a water cooled x-ray tube is used, it is absolutely essential 
that a constant supply of circulating water be maintained. If this is 
not done, the tube will quickly burn out and since the replacement cost 
of a sing Teams is in the neighborhood of 600 dcllars the equirment 
protection question is very important. To help prevent an accidental 
burn cut, a mercury switch device has been installed in the rower feed 
to the tube. The switch is maintained in the on position by the flow 
of cooling water. Nevertheless it is important tc check the flow of 
cooling water visually each time the tube is used, just in case the 
switch should be faulty. The cooling system *ressure should be sufficient 
to yrevent small fluctuations of the building water supply interupting 


the radiation output. 





-6- 
PERSONNS L FROESCTION 


Portable lead shields should always be carefully placed to protect 


operating personnel and others nearby from the harmful effects of scatter 


radiation. 


THe GONTOMETSR 
The Norelco high angle goniometer was used to expose the specimens 
of clay to the x-ray bombardment and to register the effects of the 


diffraction caused by the specimen. (See Fig. 4) The goniometer is 





NCRSLCO HIGH ANGLE GONIOMETSER 
Figure 4 


firmly mounted on the same table that supports the x-ray tube and its 
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shielding. The goniometer itself consists of a frame, drive motor, re- 
volution counter, specimen holder and Geiger-—Mueller Tube. This gonio- 
meter operates on the principle that a portion of the x-ray beam will 
be reflected from a sample specimen and will be detected by ionization 
of the gas inside the Geiger~Mueller Tube. The geometry of this system 


is shown in Fig. 5. As the specimen is rotated through an angle 9 with 
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GEOMETRY OF THS GONIOMETER 
Figure 5 


respect to the projected x-ray beam the Geiger—Mueller tube is rotated 
thru an angle @ with respect to the specimen which means that the GM 
tube rotatCe th eene angle of 2 8 with respect to the projected x-ray 
beam. It is this 2 © angle that is recorded on the graph paper on the 
spectrometer and by the revolution counter on the goniometer. The range 
of the goniometer is from approximately -9° (2 ®) to about +163° (2 9). 
At about +£65° (2 9) the Geiger—Mueller tube will hit the top of the 
x-ray tube housing. To prevent this, micro-switches are installed that 
will reverse the direction of rotation before any damage can be done. 
Nevertheless, care should be exercised when operating in this region in 


case the safety switch should prove to be faulty. 
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THs X-RAY SPECTROMETER 


The x-ray spectrometer is housed in a tall metal cabinet. It 
consists of several complementary electrical and electronic units that 
are connected by cables to the Geiger—Mueller tube of the goniometer. 

The first unit, starting from the bottom and working up, is the amplifier, 
The next unit is the scaler counter, and the top unit is a Brown Re- 


cording Potentiometer. (See Fig. 6) The ionization impulses from the 





X-RAY SPSCTROMSTIR 
Figure 6 


Geiger-Mueller tube are fed threugh the amplifier and into the scaler 
counter. The counts per minute indicated by the scaler actuates the 


recording potentiometer which records the scaler data in the form of a 
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continuous trace on the roll of chart paper. Simultaneously, the 2 9 
angle from the goniometer is reccrded by means of a second trace on the 


Chores. paper. 


X-RAY GHNERATION FCR FILM WORK 
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An x-ray tube with a chromium target was used as a source of x-rays. 


In principle it is similar to the tube diagrammed in Fig. 3. <A photo- 


graph of this x-ray generating unit is shown in Fig. 7. 
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Figure 7 Figure 8 
X-RAY GSNERATING UNIT DEBYE-—SCHERRER CAMERA 


X-RAY DIFFRACTION CAMERA 
A Debye-Scherrer Powder Camera, with a diameter of 57.3 mm. was 
used to produce the strip films used as check data in this work. A 


photograph of this camera is shown in Fig. 8. This camera operates on 
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the principle that a nortion of the incident x-ray beam will be reflected 
from a sample specimen and be recorded on a strip of film placed around 
the inner circumference. The camera, with the specimen in the chuck and 
the film in place, is adjusted in the path of the x-ray beam. A pinhole 
system in the camera admits only an extremely thin pencil of x-rays to 
the camera chamber. This pencil beam must strike the specimen fairly. 
The adjustment of the specimen in the beam is the most critical and ex- 
asperating job in the whole procedure (another vote for the goniometer! ). 
The adjustment of the camera so that the pinhole system lines up with 
the axis of the beam emitted by the x-ray tube is another painstaking 
chore. (This adjustment may take as long as one-half hour in itself). 
The diffracted or reflected beam nroduces, inside the camera, a cone of 
radiation. The concentric rings on the film can be considered to be the 


trace of the cones of radiation on the film With a perfectly random 
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orientation of crystal planes, a series of perfect and well defined con- 


*, 
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centric circles will result, forming a pattern that is characteristic of 
the material being examined. Bach ring of the pattern corresponds to 
one angle of diffraction. It's pronerties are defined by Bragg's equation 


which is discussed in the section on theory. 


FILM 


Bastman Kodak, Type K, Industrial X-Ray Film was used in this work. 


DEVELOPING AND PRINTING 
Standard Dastman Kodak Co. chemical solutions were used for all 


developing and printing. 
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SECTION III 


THE CRY 


GENERAL 

In 1912, M. Laue observed that the space lattice of crystalline 
substances had an interplanar spacing of an order of magnitude of severak; 
Angstroms (107-8 om.). He reasoned that x-rays, whose wavelength (A) is 
of similar order of magnitude, might be used to study the structure of 
crystalline materials. His reasoning was based on the fact that the 
crystal faces would form, in effect, a natural three dimensional ruled 
grating with just the right distance between rulings to insure diffraction 
of the x-rays. Subsequent experiments were highly successful. In 
England, W. L. Bragg and his son (6) were so impressed that they set eut 
to reduce Laue's theory to a more usable form. Their method of analysis 
has served as the cornerstone for all subsequent diffraction studies. 
In brief, the Braggs demonstrated that x-ray patterns could be regarded 
as being paced by mirror like reflections of the electromagnetic 
waves of the x-ray beam, by regularly spaced plane sheets of atoms which 


make up the crystal structure (2). 


CRYSTAL STRUCTURES 

A crystal is essentially a pattern, the atoms being arranged in 
families or groups in such a manner that the same configuration is re- 
peated at regular intervals in all three dimensions (2). The basic 
unit, from which the pattern is formed, is called the unit cell. The 
overall pattern is formed by stacking unit cells one on top of the other. 


Those surfaces having the highest concentration of atoms or ions are 
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called crystal faces or planes. Ina three dimensional pattern such as 
is found in crystalline structures, the array of points where the pattern 
repeats itself is called a space lattice. The actual points themselves 
are called lattice particles or lattice points. Any plane of a crystal 
occupied by lattice points is referred to as a crystal or net plane G2). 
Crystal faces are always parallel to the net planes and furthermore 


external surfaces are parallel to the densely populated crystal faces. 


X-RAYS 

X-rays are electromagnetic waves which indicates that they are 
members of the same spectrum as light waves. The length of a wave 
caused by an emitter determines its position in this spectrum. Ex~ 
tremely long waves can be felt as heat. As the waves become shorter 
they reach the visible range. Continuing to even shorter waves, they 
again become invisible and cannot be felt (2). In this short wave region 


a 


is a range of wavelengths known as the x-ray zone. The wavelength of 
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these waves 1¢ of the order of a few Angstroms (A 210g cm.) and they 
are produced by extremely fast moving electrons impinging on a solid 
surface. This is the principle of the x-ray tube (see Fig. 3). X-rays 
upon striking a material cause induced oscillation of the orbital 
electrons of the atoms they traverse. These electrons radiate energy 
in all directions when moving toward the nucleus and absorb energy from 


the x-rays when moving away. 


BEHAVIOR OF X-RAYS STRIKING CRYSTAL FACES 
In order to obtain diffraction of a wave striking a surface it is 


necessary to have discontinuities that are of approximately the same 
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order of magnitude as that of the diffracted wave. Since x-rays have 
such a short wavelength the discontinuities must be very small. Nature 


has provided such a diffracting medium in most crystal structures. 





Figure 9 
X-RAY BEAM BSING DIFFRACTHD THROUGH A CRYSTAL FACE 


Fig. 9(a) shows a somewhat simplified version of the behavior of 
x-rays on striking a crystal. Lines 1,2,3 and 4 represent the lattice 
planes, at which points the pattern of the arrangement of the atoms or 
ions is repeated. Let it be assumed that parallel beam of x-rays A, B 
and G enter the crystal from the left where the wavy lines represent 
the wavelength of the x-ray beam as well as its direction. Ray A first 
strikes the crystal plane at point Z and is partially reflected to the 
right along path L; the remainder of the ray passes through the first 
plane and is partially reflected by the second plane along path M ina 
direction parallel to the first reflected ray. It then passes thrcugh 
successive remaining planes as shown, being partially reflected by each 
plane. Tc simplify the sketch, the reflections of the two lower rays 
on striking the first plane at points X and Y have been omitted. That 


portion of ray B which has not been reflected at point Y will strike 
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plane 2 at point W and be reflected as shown by the dotted wavy line 
along path L. Similarly at plane 3, ray B is partially reflected at 
point V. By the laws of optics, since the wavelength selected is such 
that the distance between planes corresponds to one-half a wavelength, 
the partial reflection of wave B from point W reinforces the portion of 
wave A reflected at point Z If a wavelength had been selected equal to 
say one-third of the distance between planes, the various reflected 
waves would counteract rather than reinforce each other. Therefore, re- 
inforcement is only possible if distance ZW equals one wavelength or 


some integral multiple thereof. 


DERIVATION Of BRAGGS! ZQUATION 
Referring to Fig. 9(b), it may be said that YW and ZW is equal to 
nd, where n is a positive integer. We can replace the distance ZW by 


a function of @ (the angle of incidence) and 4 (the distance between 


planes). In the triangle ZV, a = Sin 9; ZW = nd and ZV = 2d. Then, 


Or 


from this information we can write the sc called Bragzs! Law: 


x 


Dh secamsin 9. 
This can be readily rearranged to compute the interplanar spacing (4) 


from x-ray diffraction data, thus: 


nr 
2 sin 6 i 


POWDER SAMFLS THs CRY 

The x-ray diffraction theory as originally developed by Laue re- 
quired the use of well grown and developed crystals, which made the 
technique cf little value to the colloidal physicist. However, P.Debye 


and P. Gherer (6) developed a method cf x-ray diffraction study for 
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substances available only in powder form. The reasoning used was that 

if a crystalline substance is ground to a fine powler, it can be assumed 
that a mass of this powder will have crystal faces present in absolutely 
random orientations. Thus if a powder specimen is subjected to an x-ray 
beam, it is to be expected that the multitude of lattice planes will lie 
in all of the angles called for by the deflection equation, producing 
halo or conical pencils of light (2). The position of these cones is re- 
corded on film. Similarly, in the goniometer, it is expected that 
statistically there will be enough crystal faces in the sample with the 
proper orientation at any instant to produce a reinforced reflection 


when the machine attains the proper 9 angles. 


DATA OBTAINED FROM X-RAY STUDIES 

Upon examining x-ray diffraction patterns, it will be observed that 
the lines have varying intensities depending on the angles at which the 
reflection ogcurs, the number and arrangement of the atoms in the lattice, 
perfection of the crystal irradiated by the x-ray beam and methods em- 
ployed in recording the diffraction pattern. Actually, the x-ray dif- 
fraction pattern represents a summation of all of the components of the 
crystal. Further, the intensities of the lines revealing variations in 
arrangement of atoms is an indication of the relative quantities of 
matter present in the crystal (6). The intensities of lines in film 
analysis are determined by eye or by means of a densitometer. In x-ray 
spectrometer analysis the area under the pip is representative of the 
intensity. It has been found that if a constituent is present to an 


extent less than ten percent of the sample, the lines representative of 
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this constituent may be completely obscured by those substances present 


in larger quantities. 


STUDY OF CLAY MINERALS BY X-RAY ANALYSIS (2) 


In the application of x-ray diffraction techniques to the identi- 
fication of clay minerals, the interpretation of the various diffraction 
patterns requires computation of the interplanar spacing. From the com— 
puted spacings, a comparison can be made with some known standard such 
as Hannawalt's (10) or with results obtained by other investigators from 
known clay mineral samples. In addition, a comparison of relative in- 
tensities of the lines of the individual patterns provides information 
concerning the amount of the various components making up the clay 
mineral, Thus, the method of x-ray diffraction has quantitative as well 


as qualitative aspects. 
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SECTION IV 


PR CCEDURE 


BNERAL 


Otay, California Montmorillonite (Bentonite); Pioche, Nevada 
Montmorillonite (Gouge Clay); Jolliet, Illinois Illite; Macon, Georgia 
Kaolinite and Bedford, Indiana Halloysite were selected as being re- 
presentative of the overall field of clay minerals. For ionic saturation 
of these clays it was decided to use Hydrogen, Potassium, Sodium and 
Calcium since these are of common occurence in clays in nature and have 
been used extensively by previous investigators. However, lack of time 
and non-availability of the machine due to other work required of it by 
the Metallurgy Dept. forced the investigation to be confined to the 


first three ionic saturations mentioned. 


PARTICLE SIZE 

The experiences of previous investigators (2, 3 and 6) have indicated 
that the oa diffraction patterns are obtained with particles 
passing the 200 mesh sieve. Apparently particles larger than this size 
give spotty or grainy rings on film and particles passing the 325 mesh 
screen also give a poor pattern. No attempt was made in this thesis to 
evaluate the effect of various grain sizes on the spectrometer trace. 
As a matter of convenience all samples were ground with a mortar and 
pestle until they passed the 200 mesh sieve, since it was felt that 


this size would give the best results on the check films. All samples 


were air dry. 
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HOMO-IONTIC SATURATION 

Peptizing the clay minerals was accomplished by following the pro- 
cedure adopted by the International Society of Soil Sciences (9). To 
remove any organic matter that might be present, sixteen grams of the 
naterial passing the 200 mesh sieve were boiled for five minutes in 
thirty cubic centimeters of 6% hydrogen peroxide. At the end of this 
treatment the mixture was centrifuged and the supernatant liquid poured 
off. The sample was then treated with twenty cc's of 0.17 N hydrochloric 
acid in order to remove any unknown ions that might be absorbed on the 
particles in the as received condition. After stirring the HCl and clay 
mixture for two minutes the mixture was centrifuged and the supernatant 
decanted. This yielded an Ht saturated clay, which was then washed three 
times with distilled water to remove the dissolved carbonates and re- 
placed ions. 

The sample was then divided into four equal parts. One part was 
marked H* oe a and placed in the oven at 105°C, 
The remaining three batches were each mixed with an 0.008 N solution of 
potassium, sodium and calcium hydroxide respectively. Each mixture was 
beaten in a high speed stirrer for twenty minutes. After this it was 
centrifuged for approximately ten minutes and the supernatant removed. 
These peptized clay batches were each placed in a small beaker, marked 
and placed in an oven at 105°C for twenty-four hours. After the satu- 
rated clays were dry, they were again ground with a mortar and pestle so 
that they passed a 200 mesh sieve. They were then stored in test tubes 


exposed to the air until used, no attempt being made to maintain an oven 
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dry condition. Each of the five clays was given a homo~-ionic saturation 


with each of the ions H’, K*, Na* and Catt, 


PROCESSING SAMPLE FOR GONIOME TER 

The first probelm was fabrication of four sample holders for the 
goniometer. The holders are available commercially but were considered 
too expensive. The holders were made from aluminum 1/16" thick and 


conforming to the dimensions shown in Fig. 10. 





A Figure 10 
SPECIMEN HOLDER FOR THS GONIOMETER 


Subficiens material (approximately two grams) to fill the opening 
in the sample holder is thoroughly mixed with a suitable binder. The 
sample holder is laid flat on a piece of waxed paper and the mixture of 
clay and binder is buttered into the opening with a spatula and struck 
off flush. The technique is easily acquired after a few trials. 
Previous investigators (2 and 3) used Duco Household Cement and Collodion 
as binders in preparing samples for extrusion. Both materials were 
tried for this thesis and Duco Cement was finally settled upon as the 
better material since it does not shrink and crack on drying as much as 


the collodion. It was not considered necessary to dry the samples in 
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the oven since both binders are relatively rapid in setting up. It 

was soon found that it was better to leave the sample heaped up above 
the face of the holder since the sample shrank down flush on drying. 
When the extra thickness of sample was not supplied, the dry sample 
shrank away from the sides of the opening and sank below the face of the 


holder in the middle. 


FROCESSING SAMPLE FOR PHOTOGRAPHING WITH X-RAYS 

A glass rod was heated until plastic and pulled to neck it down 
and furnish a fine rod of small diameter. When cool this rod was broken 
loose and coated with stopcock grease. The greased rod was then rolled 
in a small quantity of clay mineral passing the 200 mesh sieve. This 
put a powder coating on the glass rod which was then mounted in the 
chuck of the Debye-Scherrer camera and exposed to the x-rays. Another 
easy method for preparing the powder sample is the extrusion process 
(2 and 3). Beth methods give good results. See Appendix 0 for check 


films. 


PRCCEDURE FOR SXPOSING GONIOMETER SPECIMEN 

The specimen holder with the powder specimen in place was inserted 
in the clip holder on the goniometer, shields adjusted and a 1° slit 
placed over the port of the x-ray tube. The drive gears were set to 
give 2° of 2 8 rotation per minute and then the spectrometer and the 
x-ray tube were turned on and allowed to warm up for five minutes. The 
goniometer was always started from the +4° 2 9 position and allowed to 


travel in an increasing 2 6 direction. As soon as the equipment had 
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warmed up sufficiently a zero check was made of the meter on the spectro- 


meter and the control dials were placed on the settings shown in Fig. ll. 
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DIAL SETTINGS FOR THE SCALER COUNTER 
With these preliminaries out of the way the port cover on the tube was 
opened, the clutch engaged on the drive mechanism of the goniometer and 
the drive turned ON on the recording potentiometer. At 60° 290 the 
drives were turned off while a 4° slit was substituted for the 1° slit 
in front of the tube port. The drives were then turned on and the trace 
recording continued. The charts obtained from this machine are shown 
in Appendix B. Five films were run of samples selected at random from 
the homo-conic’ materials to serve as a check on the accuracy of results 


obtained with the x-ray spectrometer. (See Appendix C) 


READING THE SFECTROMBTER CHART AND COMPUTING THS INTERPLANAR SPACING 

The spectrometer charts (see Appendix B) are extremely easy to read. 
The intensity of the pips was determined by computing the area under 
them to any arbitrary scalee In this case the base and height of the 
pip was measured with the #10 scale on an engineer's scale and the area 
computed as a simple triangle. (See columns labeled "I" in Appendix A) 
It would be just as easy to planimeter the pips and use the planimeter 


reading dizoct, as the intensity value. The system doesn't matter as 
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long as it is applied consistently, since we are interested only in re- 
lative intensity. 

The 2 8 angle was ascertained by placing a triangle or other trans- 
parent straight edge through the high point of the pip, parallel to the 
vertical grid lines and reading the 2 9 angle directly on the degrees 
28 trace along the bottom of the chart. From this reading, the value 
of 2 sin 8 is easily calculated. 

The value of nA is known from the tube characteristics. For a 
chromium target tube it is 2.28962 A. For slide rule calculation, the 
value 2.29 A was used as being accurate enough. 

Knowing the values of nA and 2 sin 9 it is only one operation on a 
slide rule to determine the interplanar spacing (a) by means of the 
formula: 


nar 


us 2sin@° 


x 


READING THE FILM DIFFRACTION PATTERN AND CCMFUTING THE INTERPLANAR 
SFAC ING a 


The radii of all visible rings on the films were read by placing 
the film over a light source and measuring the distance from the center 
of the beam in centimeters. This distance is designated "s"_ The 
distance from the specimen to the film inside the camera is equal to 
1/2 the diameter of the camera and is designated "r", Then = = 29 
(radians) and 9 = ( = )¢ 20 ). Again ra is known from the tube charac-— 


teristics. The Bragg's equation is used in the form shown below for 


the film work: 
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where s and r are in cm, nA is in A and d is in A, 


INTERPRETATION OF DIFFRACTION PATTERNS 

The interplanar spacings together with the relative intensities of 
the lines give a "fingerprint" of the particular clay mineral being in- 
vestigated. By comparing the pattern of an unknown clay with the patterns 
for known clay minerals an identification of the unknown material can be 
made. 

The Hannawalt Method (10) is based on this fact but uses only the 
three most intense lines. The data for the three intense lines is 
published in sets of index cards put out by the 4.5.7.M. A comparison 
between the results of the samples run in this thesis is made in 


Appendix D. 
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SECTION V 


RESULTS AND CONCLUSIONS 


The results of the tests run are tabulated in the various appendices 
to this thesis. Of particular interest is Appendix D where a comparison 
is made between the goniometer - spectrometer results and the interplanar 
spacings listed by the 4.5.T.M. as standard for these clay minerals. 
There is no indication on the 4.5.1T.M. cards as to what ion is predomi- 
nant on the clay mineral listed and in the absence of any definite in-— 
formation on this point it must be presumed that the clays in question 
were tested in an air-dry, as received, condition. This supposition 
seems to be born out by the results achieved by Cline and Hediger (2) | 


who investigated their clays in the oven-dry and fully hydrated states. 


The A.S.T.M. values seem to fall generally between the extreme values 


4 
« . 


obtained by the aforementioned investigators. 
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oy 


The results obtained by using the KT jon to saturate the clay 
minerals seem to be consistently the best match with A.5.1T.M. standards, 
with H* saturated material running a close second. Since saturation 
with the H+ ion is the easier situation to achieve, it is concluded that 
H+ saturated clay is the one to use. 

The discrepancies between the results obtained and the standard 
A.S.T.M. values are considered to be due to three major factors, namely: 

(a) Differences in sample preparation technique. This can definitely 


affect the resulting diffraction pattern, especially in the 
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case of those clay minerals having an expanding lattice type 
structure such as the Montmorillonites. With this structure 
the interplanar spacing is different for each different ad- 
sorbed ion i). Variations in grain size will also affect 
the diffraction pattern and so will the moisture content. 

(b) Spill over of the divergent x-ray beam at very low angles. 
From the geometry of the goniometer (see Fig. 5) it will be 
noticed that at low angles the sample holder and Geiger~ 
Mueller tube are practically in line with the tube port and 
are both in the direct path of the x-ray beam. This peculiarity 
of the goniometer gives rise to speculation as to just how 
effective the machine would be in analyzing certain fully 
saturated Montmorillonites. A possible solution to this 


difficulty willbe discussed under recommendations. (Section VI) 


(c) Differences in resolution ability of the two methods. It is 
eee ae very difficult to resolve visually two bands that 
are of fairly strong intensity and that occur close together 
on the film. The literature is full of remarks to this effect. 
Even the A.5S.T.M. cards contain comments such as "Diffuse 
Pattern", etc. On the spectrometer trace, although the peaks 
often have broad tops, there is usually a very good indication 
when two pips are trying to overlap. 


Schieltz (12) has stated that, for purposes of comparing diffraction 


fe] 
patterns in identification work, an agreement within + 0.05 A in the 
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computed interplanar spacings should be considered accurate. The agree- 
ment between the spectrometer traces and the A.S.7.M. standards was well 
within this tolerance, with but a few exceptions. These exceptions can 
be easily explained by the causes for discrepancies listed above. The 
differences between the orders of intensity listed by the A.S.T.M. and 
those recorded by the spectrometer are not so easily explained. In 

some cases it would seem that it is a question of technique in interpret— 
ing and computing intensity from the spectrometer trace. In other cases 
the discrepancy is too great for this explanation and we can take our 
choice between doubting the results given on the A.S.T.M. cards and 
questioning the sample preparation technique and operating technique for 


the spectrometer. 


BVALUATION OF THS GONIOMETER — SFECTROMETER 

The resudts of this limited series of tests indicate that the 
goniometer — spectrometer is an excellent tool for the identification of 
clay minerals a x-ray diffraction. The time required for sample pre- 
paration is no longer than that required for film diffraction. The ex- 
posure time is about one-half that required in film work. No developing 
or drying is required. If, for any reason, the x-ray tube shuts off it 
is known immediately rather than having to waste time developing 2 blank 
film. The recorded diffraction pattern is easier to read and the re~ 
quired computations are simpler than for the film record. Finally the 
computed interplanar spacings are closer to A.S.T.M. standards than 
those obtained by any other recent investigators (2, 3) at R.P.I., all 


of whom worked with film. 





Epps 


Since this very limited test has shown such highly gratifying 
results it may be expected that further investigation and experimentation 
with such a flexible and versitile machine will eliminate many of the 
discrepancies that showed up in this first trial. (See recommendations 


Section VI) 


BVALUATION OF SAMPLE PREPARATION TECHNIQUE 


The technique used in preparing the powder samples for this thesis 
is described in Section IV and was based on work by Dearth and Williams (3) 
as refined by Cline and Hediger(2), It is felt that this technique is 
adequate and it is believed that for simple identification work no 
further modification is needed at this time. However, from a thorough 
investigation standpoint, it is considered adviseable to check the effects 
of both larger and smaller grain sizes on the character of the diffraction 
pattern produced by the goniometer -— spectrometer. Duco cement is con- 
sidered to bé.the best binder for powler samples to be used in this 


machine. 


CONCLUSIONS 
The goniometer ~ spectrometer a superior analytical tool and should 
be investigated further to insure that optimum advantage is being taken 


of its flexibility. A series of further tests is outlined in Section VI. 
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SECTION VI 


RECOMMENDATIONS 


From the results and conclusions obtained in this thesis work 
certain recommendations suggested themselves. These recommendations are 
combined in this section under the broad headings of further research, 
classes and laboratory, procurement, and methods. They are not intended 
to be critical of department policy or of individuals. They are set 
down in the hope that they may be of some use to those who follow the 
author as students in this institution and to those responsible for the 
guidance and training of the students. With this thought in mind the 


following recommendations are respectfully offered. 


FURTHER RESHARCH 

Before a truly definitive evaluation can be made of the goniometer -— 
spectrometer for clay mineral analysis, certain minimum tests should be 
run. These tests are more than can be accomplished in one or two 
semesters by students who must carry a full academic load in addition to 
their thesis work. Therefore the obvious tests are set forth in in-— 
crements, each increment of which is recommended as a separate thesis. 
Hach increment will not only investigate a distinct phase of clay 
mineral analysis but will add more traces to a sort of "master finger 
print" file that will eventually aid materially in rapid identification 
of unknown samples 

1. Individual pure known clays saturated with combinations of two 


or more known ions. (Air dry) 
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Known mixtures of pure known clays saturated with homo~ionic 
saturation. (Air dry) 

Known mixtures of pure known clays saturated with mixtures of 
two or more known ions. (Air dry) 

Pure known clays in an as recieved condition (i.e. with unknown 
ions adsorbed on them). 

Effect of grain size on the trace and the effect of a small 
amount of sand mixed with the clay. (Try — pass 140, ret. 200 - 
325 to pan — etc. ) 

If necessary, run oven dry and fully hydrated tests on the above 
samples (only necessary if the air dry samples do not give useably 
consistent results) 

Adjust size of opening in sample holder; try sample holders of 
plexiglas, bakelite and other amorphous substances; study shape 


x 


of pips on the trace to determine if the shape is indicative of 


> 


= 


the moisture content and/or the adsorbed ion (this study will 
require a large backlog of spectrometer charts). 

Design, manufacture and test a new slit system for the goniometer 
that will give discrimination at low angles (Dr. A.A. Burr of the 
Metallurgy Department has some ideas on this subject that are 


very pertiment). 


9. Run tests on unknown clay minerals (with all the above background 


to refer to, identification of unknowns should be feasible) 
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CLASSES AND LABCRATCRY 

It is recommended that the laboratory curriculum in soil mechanics 
be revised to include at least one experiment or demonstration in x-ray 
analysis. 

It is further recommended that H.C. Schieltz'’excellent article (12) 
on "X-Ray Analysis" be included as required reading in the Soil Mechanics 


III course. 


PROCUREMENT 

It is strongly recommended that every effort be made to obtain a 
goniometer — spectrometer for the Soil Mechanics Division. It is realized 
that the equipment in question is expensive and the recommendation is 
not made lightly. Even after a relatively superficial evaluation this 
type of equipment appears so highly superior to the film process that 
the extra expense is considered well worth while. 

The difference in cost between the two systems is not as great as 
it would first appear when it is considered that a complete darkroom 
with all its equipment must be included in the initial cost for the film 
process. 

The procurement of this x-ray equipment would provide facilities 
for laboratory exercises and would eliminate the fight for time that 
arises in trying to do thesis work on the Metallurgy Department's 
machine. Interference was encountered during the course of this thesis 
work from laboratory sections interfering and from members of the 


Metallurgy Department who required the machine for their own thesis work. 


7. 
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MiTE ODS 

It is recommended that in preparing powder specimens for future 
research work, of a nature similar to this thesis, the processes 
developed by previous investigators (2, 3) be continued in use. 

It is recommended that the procedure of the International Society 


of Soil Science?) for peptizing clay minerals be continued in use. 
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APPENDIX A 


COMFUTED INTERFLANAR SPACINGS 


Ht Saturated Montmorillonite (Bentonite) 
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Nat Saturated Montmorillonite (Bentonite) 
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x* Saturated Montmorillonite (Gouge Clay) 
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SFSCTRCMETER CHARTS 
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just as they came from the machine except for titles, notes and degrees 
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APPENDIX C 


FPIIM DIFFRACTION PaTTERNS 


Otay, California — Montmorillonite (Bentonite) gee Saturated 
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a(a) UCR eee Oo 3ull7 cu cOmecuomeeeeo.. 2.02 1.69 1.56 1.27 


Pioche, Nevace. — oo seuee clay) = ue Saturated 


Ring No. 1 10 dll te 
a (A) 4.42 3.59 ei oe = Zeca. 79 2 rr 1.4Olezo. 1. 2 


Jolliet, Illinois -- Illite - H* Saturated 
Ring No. 1 2 3 4 G 6 7 8 9 16> ee 2 13 


a(R) eer Ge 0h. 20 4.13 3.393 2.57 2.22 1.81 1.53 1. NOumee 1.37 1. 19 


Macon, Georgia — Kaolinite — ae Saturated 
Ring No i “a 3 Ly 5 6 7 8 9 148) Jit We 





a(A) #42 3.65 2.58 2.35 2.02 1.95 1.91 1.85 1.80 1.68 1.59 1.55 


Bedford, Indiana ~ Halloysite - Re Saturated 
Ring No. 1 2 3 Ly 5 6 7 8 9 Os wld 





a(A) 4.75 4.38 3.59 2.56 2.34 2.22 1.79 1.46 1.37 1.29 1.22 
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APPENDIX D 


COMPARISON OF COMPUTED INTER PLANAR 
SPACINGS WITH 4.5.1. M. INDEX CARDS 


Otay, California —- Montmorillonite (Bentonite) 
Diffraction Pattern 


Order of 
Intensity 


Intensity 
188 al 
12 
7 
Ly 10 
Ly 
6 


Ly ial 


tO 
NI 
rh COWNW N 


S575 


Interplanar 
Spacing (A) 


15.25 
9. 2h 
5. OF 
L. 84 
le 
2. 54 
2. 344 
Zee 
2. 02+ 
I 2 
1.50 
aes 
1. 34 
1.29 
1. 2% 


# These lines afe the Hannawalt Index for pure Aluminum Metal from the 
sample holder and are therefore excluded from the order of intensity 


count. 


ASTM Card for Montmorillonite 


(API eo) 
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ad : 15. 26 | 1.50 5.16 : 15.26! dink t/t. ding IN 


: | 


T/t, | 100 | 80 | 50 100 
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| | 
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(AL) uF, ogilé, 55) (Al 10545, 99) 10 ; 





(CH), Na oo Ca 49) | 








Montmorillonite 










Rad: Cu ka 





Filter: Nickel 


A a gre Se 


A= 1539 
gece 


Gg Is 
4. 50 
3.67 
3. 33 
3. O07 
2. 24 
1.69 
1. 50 
1. 29 
1. 2 
1.12 
1. 03 
0.98 
0. 87 


Diffuse Pattern 
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Pioche, Nevada — Montmorillonite (Gouge Clay) 
Diffraction Pattern 


eee ee 





Intensity 


Order of Interplanar 

Intensity Spacing (8) 
By il 14. 89 
8 qh. 6. 94 
6 14 4, 47 
20 5 3. 03 
8 12 2-56 
25 2. Shit 
10 8 Fs Wey 
32 2. 02# 
30 A 1. 54 
De is 1.49 
ne 2 1. 43 
7 nS 137 
Wa 6 1. 34 
le 7 1. 36 
9 10 JLAWr25 
tee 1. 22+ 
10 2 1.19 


# These lines are the Hannawalt Index for pure Aluminum Metal from the 
sample holder and are therefore excluded from the order of intensity 
count. : 
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ASTM Card for Montmorillonite (API — 16) 


d fll. 82 | ier;  geao ies ead in 2 1/I ad in & 1/1 


1 1 














| | Az 1.539 
i i { Y 

1/1, 100 | 80 so ; 100 | 14.82 100 
7 5.04 30 
Al iy i aA i ie 13 80 
( ah a a 13", o> ( 2 07°43, 43) | 3.06 30 
( | 2 0 
019), (Na 402 1.) py 
Montmorillonite 1. 68 30 
1.49 80 
Rad: Cu ka 1. 29 30 
Filter: Nickel teek 20 
yy 2 10 
1.03 10 
0.97 10 
0. 87 10 


Diffuse Pattern 
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Macon, Georgia ~— Kaolinite 
Diffraction Pattern 


Intensity Order of Interplanar 
Intensity Spacing (A) 
69 1 7.25 
L8 ie 3. 94 
161 2 3.59 
36 5 2.55 
85 2. 33% 
16 2. O27 
72 3 Haley? 
28 8 1.49 
32 6 As: 
28 9 1. 34 
32 7 1638 
18 10 1. 28 
hg 1. 22a# 


¢ These lines are the Hannawalt Index for pure Aluminum Metal from the 
sample holder and are therefore excluded from the order of intensity 
count. 


ASTM Card for Kaolinite 

















d 4 59 1 7.2. jets : aing 1/1, i a in & ia, 
| | X= .708 | A= .708 
! 3 
as 1.0 ; 0.80 i F, 80 | ase 0.80 ! 1.80 0.80 
iPS 10 h, 45 0. 80 | 1. 67 0.40 
tts, |e | by, 30 O. 64 } 1.54 0.16 
- a ae es 
a creep peepee reeeney- enero 55 03 
Kaolinite 3. 59 a OO | 1. 289 0.16 
| 2, 56 0. 48 1. 2h 0.16 
250 0.48 | 
Le 34 0.80 j 
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Bedford, Indiana - Halloysite 
Diffraction Pattern 


Intensity Order of Interplanar 


Intensity Spacing (8) 
85 il Tees 
10 8 4.87 
28 by 4, 38 
20 6 3.59 
5 11 2. 54 
14 2. 3h 
5 pb Leee 
Ly 2. O02# 
4g 2 1.48 
21 5 Bie 5 
10 9 1. 40 
8 10 1. 34 
3 13 1528 
20 a Lees 
70 ices 
30 3 reptle7 


#” These lines are the Hannawalt Index for pure Aluminum Metal from the 
sample holder-and are therefore excluded from the order of intensity 
count. 


ASTM Card for Halloysite 














aq '4uh 7.21 | 3.59 | 721] ae & iI, din 7 
| | : i jhe 1.539 
| | 3 ! | 9,2) 60 
4 Wy 100 
mien so, (CH, ) 3.59 50 
meee CK 2156 25 
Halloysite a a 
Rad: Cuka “ines ri 
Filter: Nickel de 2h 6 


Poor Patterns with un- 
satisfactory lines and bands 
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